[bookmark: _Toc42488098]ANNEX II + III:	 TECHNICAL SPECIFICATIONS + TECHNICAL OFFER

CONTRACT TITLE: SUPPLY OF MEDICAL EQUPMENT, 3 LOTS
Lot No. 1: Arthroscopy equipment, 1 pcs Endoscopic system for arthroscopy;  
Lot No. 2: Diagnostic medical equipment;
[bookmark: _Hlk82813208]Lot No. 3: Brain Lab equipment
[bookmark: _GoBack]Publication reference: STSu 04/21

Columns 1-2 should be completed by the contracting authority
Columns 3-4 should be completed by the tenderer
Column 5 is reserved for the evaluation committee 
Annex III - the contractor's technical offer
The tenderers are requested to complete the template on the next pages: 
· Column 2 is completed by the contracting authority shows the required specifications (not to be modified by the tenderer), 
· Column 3 is to be filled in by the tenderer and must detail what is offered (for example the words ‘compliant’ or ‘yes’ are not sufficient)  
· Column 4 allows the tenderer to make comments on its proposed supply and to make eventual references to the documentation
The eventual documentation supplied should clearly indicate (highlight, mark) the models offered and the options included, if any, so that the evaluators can see the exact configuration. Offers that do not permit to identify precisely the models and the specifications may be rejected by the evaluation committee.
The offer must be clear enough to allow the evaluators to make an easy comparison between the requested specifications and the offered specifications.

LOT NO. 1: ARTHROSCOPY EQUIPMENT

	1.
Item number
	2.
Specifications required
	3.
Specifications offered
	4. 
Notes, remarks, 
ref to documentation
	5.
Evaluation committee’s notes 

	1
	Endoscopic system for arthroscopy
· Quantity: 1 pcs;  
•	Monitor min.21", Full HD, Resolution min.1920x1080, with cable power set
•	Moveable antistatic trolley for all devices, built-in switches and power plugs (minimum 5) 
•	Camera head, Full HD 1920 x 1080, one or three chip solution, with operating buttons, zoom, autoclavable
•	LED light source, light intensity control, light cable min. 3m length, adapter, soakable
•	Arthroscope FullHD, Ø4,0mm, direction of view 30°
•	Arthroscopy sheath with 2 rotatable stopcocks, type  30°, scope Ø4,00mm
•	Arthroscopy obturator, type conical blunt, scope Ø4,0mm
•	Arthroscopy pump, pressure max. 150 mmHg, flow max 1,8 l/min
•	Rinsing cannula with stopcock
•	Shaver system: Shaver console speed range max. 8000 RPM, shaver handpiece oscillation cycle min. 0,2 sec., footswitch
•	Foot Switch
•	RF electrosurgical unit, high-frequency, for bipolar cutting and coagulation in arthroscopic procedures, min. 200W, activation power with footswitch and/or handle
	
	
	



LOT NO. 2: DIAGNOSTIC MEDICAL EQUIPMENT

	1.
Item number
	2.
Specifications required
	3.
Specifications offered
	4. 
Notes, remarks, 
ref to documentation
	5.
Evaluation committee’s notes 

	1
	Linear probe VH13-5 Transducer Frequency Bandwidth for ECHO ultrasound; 
· Quantity: 1 pcs;
· Maximum Display Depth: 60 mm;
· Frequency Bandwidth: 4.1 – 12.1 MHz;
· Exam Types: minimum musculoskeletal;

	
	
	

	2
	Portable color Doppler machine;
· Quantity: 1 pcs; 
· minimum 15" high resolution monitor
· Dynamic range adjustable
· applications: minimum general and muskuloskeletal
· minimum 2 probe connectors + Battery/adapter
· Transducer included: 
 - type of array convex, min 2,0-5,0 MHz
 -  type of array linear, min 3,5-13 MHz
· Operating modes, minimum: B, M, PW Doppler, Color Doppler,Power Doppler
· Data image recording option, Large memory capacity for archiving images
· Troley
	 
	
	

	3
	Stationary color Doppler machine;
· Quantity: 1 pcs; 
· minimum 15" high resolution monitor
· Dynamic range adjustable
· applications: minimum general and muskuloskeletal
· minimum 2 probe connectors 
· Transducer included: 
 - type of array convex, min 2,0-5,0 MHz
 -  type of array linear, min 3,5-13 MHz
· Operating modes, minimum: B, M, PW Doppler, Color Doppler,Power Doppler
· Data image recording option, Large memory capacity for archiving images
· Printer, 
· Troley
	 
	
	






LOT NO. 3: BRAIN LAB EQUIPMENT  
	1.
Item number
	2.
Specifications required
	3.
Specifications offered
	4. 
Notes, remarks, 
ref to documentation
	5.
Evaluation committee’s notes 

	1
	EMG/NCV machine; 
· Quantity: 1 pcs
· Number of channels Min. 2 channels
· Common-mode rejection not less than 100 dB
· Input impedance not less than 100/1000 MΩ
· Noise not more than 0.5 μV
· A/D conversion min. 16 bit
· Sampling rate min 40 kHz
· Antialiasing Low pass filter from min. 10 Hz to 10 kHz 
· High-pass Filter from min. 0.02 to 3000 Hz
· Electric Stimulator 
· Type: constant current
· Max output: 100 mA
· Pulse width: min. 0.05-1 ms
· Comes with a controllable hand-held probe
· Audio Stimulator
· Output mode: click, tone
Sound pressure: 0-127 dB SPL
· Phase: condensation, rarefaction and alternating mode.
· Click width: 1-100 μs
· Stimulus: Left, right, binaural
· Output: Headset 
· Visual stimulator
· Left, right, double-sided stimulation by LED	Left, right, double-sided stimulation by LED
· Troley and Printer
	
	
	

	2
	Hardware and Software for EEG;
· Quantity: 1 pcs 
· Number of channels: min. 32 channels
· ADC resolution: min. 24 bit 
· Noise: not more than 1.4 μV
· Notch filter suppression ratio: not less than 40 dB
· CMMR: not less than 120 dB
· Input impedance: not less than 200 MΩ
· Customizable low and high pass filter
· QEEG Option - 2D or 3D Maps
· LED indication (correct function, battery charge or level, record, electrode contact etc.)
· EEG database management
· Standard Cart
· Isolation transformer
· Color Widescreen LED Monitor
· Laser BW Printer
· LED Flash Stimulator with Arm
· EEG Accessories Kit
	 
	
	

	3
	Video EEG option recording;
· Quantity: 1 pcs
· Full HD recording camera 
· high-quality simultaneous EEG and video recording

	 
	
	

	4
	Ecetro cap EEG;
· Quantity: 1 pcs
· Electrocap 46-52 cm, 23 leads
	
	
	

	5
	Alpha-Stim M Microcurrent & Cranial Electrotherapy Stimulator;
· Quantity: 1 pcs
· Alpha-Stim M Microcurrent & Cranial Electrotherapy Stimulator
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